Introduction
============

Recovery of normal knee range of motion (ROM) is among the primary goals of total knee arthroplasty (TKA) since knee ROM is an important clinical indicator of knee joint function that can be used as a basis for the assessment of the success of TKA[@B1][@B2][@B3][@B4]. Most daily living activities require 90°-120° knee ROM[@B2][@B4]; however, kneeling, squatting, and sitting cross legged, which necessitate high flexion of the knee joint over 120°, are also required for daily living activities in some cultural, religious, or occupational environment[@B2][@B3][@B5][@B6]. Among the various factors influencing postoperative knee joint ROM, implant design plays an important role, and the high-flexion TKA implant design was developed to enable more than 120° postoperative flexion of the knee joint[@B1][@B2][@B3][@B6][@B7][@B8]. Until recently, several manufacturers have introduced various designs of high-flexion TKA implants, and a number of researches regarding the difference between the conventional implant design and high-flexion implant design have been performed. However, the reality is there are as many studies reporting insignificant differences between the implant designs[@B9][@B10][@B11][@B12][@B13] as those reporting higher flexion after implantation of the high-flexion TKA designs[@B14][@B15][@B16][@B17]. We compared the minimum 5-year follow-up results at our institution with the results of the previous papers. Although a number of studies reported good results of high-flexion TKA, few reports assessed the results after years of repetitive high-flexion. The purpose of this study is to analyze the survival rate of NexGen LPS-Flex (Zimmer Inc., Warsaw, IN, USA) high-flexion implant at minimum 5-year follow-up based on radiological measurements and revision rates.

Materials and Methods
=====================

1. Materials
------------

During the period from February 2007 to February 2008, a single surgeon operated TKA using NexGen LPS-Flex implant on 143 knees of 127 patients at our institution. Among them, 118 knees of 80 patients which could be followed for minimum 5 years (range, 5 to 7 years and 1 month; mean, 5 years and 9 months) were enrolled and their clinical and radiological data were analyzed. Patients with more than 15° of preoperative varus alignment or more than 30° of flexion contracture were excluded from the enrollment. There were 8 males (8 knees) and 72 females (110 knees), and their age at the time of TKA was a mean of 67.4 years (range, 44 to 77 years). The indication for surgery was osteoarthritis in 73 patents (110 knees) and rheumatoid arthritis in 7 patients (8 knees). Unilateral surgery was done in 42 patients (42 knees) and staged bilateral surgery was done in 38 patients (76 knees) ([Table 1](#T1){ref-type="table"}).

2. Surgical Techniques and Rehabilitation
-----------------------------------------

Midline skin incision and medial parapatellar approach were applied in all of the cases. Cruciate ligaments were resected as the implant design directs, and both the femoral and tibial components were fixed with bone cement. Bone cement was spread on the cut surface of the tibia and femur, and also on the implant itself. We cemented and implanted tibial implant first with 6-7 times off impaction using manufactured impactor and then removed excessive cement. After implantation of the tibial component was completed, the same routine was performed with the femoral implant. Just one mix of the cement was used for the whole course of cementing. Then, the trial insert was inserted and maintained in position until the heat from the consolidating cement completely dissipated to secure balanced extension gap and to prevent the implant lift-off by the cement volume increment during the consolidation phase. Patellar resurfacing was not done in any case, but osteophyte removal and micro-drilling were done only in the cases with predictable poor patellofemoral tracking due to their severe degeneration.

Quadriceps muscle strengthening exercise was begun on the day of operation. Passive and active ROM exercises were begun on the 3rd postoperative day after the removal of drain. Full weight-bearing ambulation was permitted from the 1st postoperative week. Patients were encouraged to gain their maximum ROM until 2 to 3 months after TKA; however, we did not recommend squatting, kneeling, or sitting cross legged. Patients were instructed to avoid weight-bearing high-flexion activities as much as possible; however, they were encouraged to gain the ability to perform high-flexion.

3. Clinical and Radiological Evaluation
---------------------------------------

On clinical evaluation, Knee Society Knee score (KSKS) and Knee Society Function score (KSFS) assessed preoperatively and at the 5th postoperative year follow-up visit were compared. The roentgenographic evaluation and scoring system of the American Knee Society was used to measure and compare the preoperative radiography and postoperative 5-year radiography. Flexion angle of the knee joint was measured by comparing the angle between the longitudinal midline of the femur and tibia in full extension and full flexion positions on the sagittal plane radiograph. As for the change in the implant position, femoral component angle in coronal plane (α angle), tibial component angle in coronal plane (β angle), femoral component angle in sagittal plane (γ angle), and tibial component angle in sagittal plane (δ angle) were measured radiographically. Changes in the α, β, γ, and δ angles between the immediate postoperative and 5-year postoperative follow-up were assessed. Bone-cement interface was set to 7 zones in coronal plane view of the femoral component and another 7 zones in coronal plane view of the tibial component, and 3 zones in sagittal plane. Thickness of radiolucent lines in 0.5 mm increments were measured in each zone. The sum of the scores in all of the zones was regarded as insignificant if it was less than 5 and highly suspicious of failure if the score was over 9 regardless of clinical symptoms. Scores between 5 and 9 were regarded as an indication for serial follow-up as to the progression of implant loosening. Gross displacement or tilting of the implant was regarded as implant fixation failure regardless of the presence of a radiolucent line.

4. Survival Analysis
--------------------

Kaplan-Meier survival analysis was done based on the 1-year follow-up results. The 1-year maintenance of the implant in its original location and in positions suggesting possibly good maintenance of the implant for a longer period was defined as annual success. Patient who were in their 5th postoperative year follow-up period were not included in this analysis, and deaths due to diseases or follow-up loss cases were excluded. Implant removal, revision, or infection was defined as failure.

5. Statistical Analysis
-----------------------

Independent t-test was performed to compare clinical and radiological results of preoperative and last follow-up assessments using SPSS ver. 18.0 (SPSS Inc., Chicago, IL, USA). Calculation of survival rates and standard deviations was also done using SPSS ver. 18.0. Log-rank test was used to determine the relationship between the survival rate and gender and causative diseases.

Results
=======

1. Clinical Results
-------------------

The mean knee flexion angle increased from a mean of 110.2°±14.5° (range, 60° to 140°) preoperatively to a mean of 132.4°±5.2° (range, 90° to 145°) at the last follow-up. The mean knee flexion contracture decreased from 7.8° (range, 0° to 25°) preoperatively to 1.3° (range, 0° to 10°) at the last follow-up. The KSKS increased from a mean of 36.9±6.4 preoperatively to a mean of 94.2±3.2 at the last follow-up. The KSFS increased from a mean of 30.5±5.7 preoperatively to a mean of 93.7±4.12 at the last follow-up ([Table 2](#T2){ref-type="table"}). Most patients were satisfied with the improvement in pain: 68 patients (100 knees, 85%) out of 80 patients reported no pain or intermittent slight pain at the last follow-up visit.

2. Radiological Results
-----------------------

Mechanical axis of the lower limb changed from a mean of 10.2°±2.° varus (range, 23° varus to 7° valgus) preoperatively to a mean of 3.2°±0.6° valgus (range, 4° varus to 7° valgus) postoperatively. As for the implant position, the mean values of α, β, γ, and δ angles were 96.2°±1.5° (range, 94° to 99°), 92.4°±1.1° (range, 8° to 94°), 3.2°±1.2° (range, 0° to 5°), and 85.6°±2.4° (range, 80° to 90°), respectively, immediately after surgery and 95.7°±1.7° (range, 93° to 9°), 92.9°±1.9° (range, 89° to 96°), 3.2°±1.2° (range, 0° to 5°), and 85.6°±2.4° (range, 80° to 90°), respectively, at the last follow-up. There was no significant change in the position and alignment of implant between the immediate postoperative and last follow-up measurements ([Table 3](#T3){ref-type="table"}). Radiolucent lines were observed in 13 knees (11%) out of 118 knees during the 5-year follow-up. All of the radiolucent lines were in the femoral component: 4 were in zone 1 (anterior surface) and 9 were in zone 4 (posterior surface) ([Figs. 1](#F1){ref-type="fig"} and [2](#F2){ref-type="fig"}). The mean score of radiolucent lines in the femoral component was 0.5 ([Table 4](#T4){ref-type="table"}). However, there was no statistically significant relationship between the existence of radiolucent lines and postoperative ROM (p=0.901) and KSKS (p=0.321).

3. Survival Analysis
--------------------

Removal of the implant due to loosening or revision operation was done in 1 knee (0.84%). The overall survival rate calculated using the Kaplan-Meier method was 99.2% ([Fig. 3](#F3){ref-type="fig"}), and there was no statistically significant relationship between the survival rate and the gender (p=0.121) and causative diseases (p=0.257).

4. Complications
----------------

There were 2 cases of delayed wound healing and 1 case of revision due to aseptic loosening of the implant ([Fig. 4](#F4){ref-type="fig"}). The 2 knees with delayed wound healing had past history of diabetes mellitus and their wounds were healed 3 weeks after the operation. Aseptic loosening occurred in the femoral component in the patient who had rheumatoid arthritis.

Discussion
==========

Recently, vigorous research efforts have been made on implant designs, especially high-flexion designs, due to the increasing number of TKA even among young patients and the growing expectation on functional outcomes based on the improvement of implant durability. High-flexion after TKA is generally defined as greater than 125° of knee joint flexion[@B18]. Compared with the conventional implant designs that allow maximum 120° knee flexion, high-flexion designs theoretically enable more than 135° knee joint flexion. Although the preoperative knee joint ROM is among the most important factors influencing high-flexion after TKA[@B19], maximum flexion angle could only be achieved with the aid of an improved implant design.

There are several design characteristics of high-flexion implant designs for improved dynamic conditions compared to the conventional designs[@B20]. Increased posterior condylar offset makes the posterior condylar curve similar to the round shape, which enables femoral rollback in the higher flexion angle without impinging of the tibial component[@B16][@B21][@B22]. Trochlear groove of the implant is elongated to avoid patella being entrapped in the intercondylar space with the longer distal contact surface of the patella and femoral components under the high-flexion circumstances. Anterior lip of the tibial polyethylene insert is beveled to avoid irritating patella and patellar tendon in the high-flexion state. Cam-post mechanism is also modified to increase the jump distance while preventing implant dislocation. Such changes in the implant design necessitate several changes in the surgical techniques as well. For example, 2-3 mm more resection of the posterior condyle is required to insert an implant with greater posterior offset. Sufficient exposure of the posterior joint capsule enhances removal of the posterior osteophytes impinging during high-flexion and enables concise balancing of the flexion gap[@B21]. Meticulous resection of the tissues in the intercondylar space must be done for the well-operating high cam-post mechanism. Individualized implantation of a tibial component with a proper posterior slope and slightly posterior placement of the component to prevent flexion limitation caused by anterior sloping or anterior positioning of the tibial component are also required. Joint line elevation should be minimized to avoid patellar baja, which causes flexion limitation[@B23]. On the other hand, it is also true that there are studies reporting increased chances of aseptic loosening, polyethylene insert wear, patellar insufficiency, and instability related to the characteristics of high-flexion implant designs[@B3][@B5][@B6][@B24].

During our research on the NexGen LPS-Flex single implant design, we could find 9 previous literatures regarding the same implant design[@B5][@B8][@B12][@B13][@B15][@B24][@B25][@B26][@B27][@B28][@B29][@B30] ([Table 5](#T5){ref-type="table"}). However, only 3 studies followed a relatively large group of more than 100 cases, and only 2 reports were based on more than 5-year follow-up. There was only 1 report which followed over 100 cases for more than 5 years. Under such circumstances, our minimum 5-year follow-up research on 118 knees with the NexGen LPS-Flex high-flexion implant design provides valuable and rare data. Our results showed a mean 22.2° increase in the knee joint flexion angle from 110.2°±14.5° (range, 60° to 140°) preoperatively to 132.4°±5.2° (range, 90° to 145°) at the last follow-up, which was the highest flexion angle compared to that in the abovementioned researches, suggesting excellent improvement. KSKS was improved from 36.9±6.4 preoperatively to 94.2±3.2 at the last follow-up, and it was similar to the results of conventional literatures ranging from 76.9 to 97.6. In particular, in our study, radiological assessment on implant position and radiolucent lines was carried out to identify the presence of aseptic loosening and osteolysis. There was no significant change in the implant position from preoperative period to the last follow-up. Radiolucent lines were observed in 13 knees (11%) and all of which were in the femoral component, but none of them met the criteria for implant failure. The existence of radiolucent lines showed no statistical correlation with ROM or KSKS. In addition, the patients who showed radiolucent lines in the follow-up radiography reported they could perform more squatting and kneeling during daily living activities than they were recommended to do. Compared to the study of Han et al.[@B24], which reports high incidence of radiolucent lines (38%) and revision surgery (21%) at a mean of 23-month follow-up in the patients with the same NexGen LPS-Flex implant, our results showed 11% incidence of radiolucent lines and revision surgery was required in 1 knee due to aseptic loosening. Han et al.[@B24] allowed patients to do weight-bearing high flexion activities as tolerated. On the contrary, we advised patients not to squat or kneel while encouraging them to recover the ability to squat and kneel. We suspect that the postoperative patient education and activity restriction could have a profound influence on the difference of the study results. As for the survival analysis, there are literatures calculating survival rates merely based on the ratio of the total number of cases to the number of revision surgery, ignoring the timing of revision surgery or the influence of drop-outs during the research period. In contrast, the 99.2% survival rate in our study was calculated from the Kaplan-Meier survival analysis factoring in the influence of drop-out cases as well.

Until recently, numerous research and a few meta-analysis studies have been carried out regarding TKA implants. However, it is difficult to draw a convincing conclusion from a simple comparative study of the results due to the diverse operative techniques of individual surgeons and differences in the measurement methodology. The limitation of our study lies in the fact that it is not a comparative study, simply providing clinical results and the mid-term survival rate of a single implant design. Therefore, we believe it is necessary to conduct a long-term comparative study on the conventional implant design vs. high-flexion design to analyze practical influence on the results of TKA in future research.

Conclusions
===========

High-flexion TKA using NexGen LPS-Flex implant design yielded satisfactory clinical and radiological outcomes with 99.2% implant survival rate after 5 years of protected activities of daily living.
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###### Patient Demographics
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TKA: total knee arthroplasty

###### Changes in the ROM, HKAA, KSKS, and KSFS between the Preoperative and Last Follow-up Assessments
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Values are presented as mean±standard deviation.

ROM: range of motion, HKAA: hip-knee-ankle angle, KSKS: Knee Society Knee score, KSFS: Knee Society Function score.

###### Changes of Component Alignment Angle between the Preoperative and Last Follow-up Assessments

![](ksrr-27-156-i003)

Values are presented as mean±standard deviation.

###### Incidence and Zone of Radiolucency
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###### Summary of Published Clinical Outcomes of Total Knee Arthroplasty Using the NexGen LPS-Flex Knee System
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ROM: range of motion, Preop: preoperative, Postop: postoperative.
